CLINICAL PATHWAY

WOUND VACUUM ASSISTED CLOSURE

ALGORITHM. Dressing Change Steps

**Step 1:** Irrigate/cleanse the wound with normal saline. If tunneling present: use 30cc syringe to irrigate tunnel and undermining area. Dry wound.

**Step 2:** Assess wound dimensions and pathology, including the presence of undermining or tunnels. Take a picture of wound if necessary. *Measurement should always be documented: length x width x depth*

**Step 3:** Apply Cavilon No String Barrier Film to healthy skin for protection, including area where bridge will be. Let all areas dry before placing drape.

**Step 4:** Choose appropriate foam dressing

**Step 5:** Cut all V.A.C.® foam dressings with sterile scissors to dimensions that will allow for the foam to be placed gently into the wound without overlapping onto intact skin. *If possible, use one piece of foam to fill wound and create bridge."

**Step 6:** Cut V.A.C.® Drape to fit over entire wound/periwound. Think of the “1, 2 then Blue” technique for placing the drape. Once the drape is covering the entire wound, cut out an area, exposing the wound, where the sponge will be placed. *Goal is to keep periwound protected."

**Step 7:** Gently place V.A.C.® foam into wound cavity, ensuring contact with all wound surfaces and without overlapping onto intact skin. *If white foam is used for undermining/tunneling, intertwine with black foam for easy removal and sponge-to-sponge contact to maintain thorough suction."

**Step 8:** If a bridge is indicated, place one end of the V.A.C.® GranuFoam over wound site and position the other end of the bridge where the T.R.A.C. Pad will be placed. Ensure that there is sponge-to-sponge contact throughout the entire system and that Wound V.A.C.® Drape is protecting the healthy skin below the bridge.

**Step 9:** Apply another V.A.C.® Drape to cover entire system including the bridge. **DO NOT** stretch drape when applying as this will produce a shearing effect.

**Step 10:** Pinch drape where T.R.A.C. Pad will be placed and cut a 2.5 cm hole (quarter-size or bigger) through the drape. Hole should be large enough to allow for removal of fluid and/or exudate. It is not necessary to cut into the foam.

**Step 11:** Turn on V.A.C.® and apply another layer of Cavilon No Sting Barrier Film to seal the system/prevent leaks.

---

**Inclusion Criteria:**
Pts w/ chronic, acute, traumatic, subacute and dehisced wounds, partial-thickness burns, ulcers, flaps and grafts

**Exclusion Criteria:**
Untreated osteomyelitis, unexplored non-enteric fistulas, or cancer in wound

---

V.A.C. GranuFoam (Black) dressing

**Indicated:** wounds without tunnels, undermining, and/or exposed bone

V.A.C. WhiteFoam dressing

**Indicated:** for use in tunnels, undermining, and over exposed bone, tendon or muscle.

*white polyvinyl alcohol foam is dense, open-pore foam with a higher tensile strength*
TABLE OF CONTENTS

Algorithm, Dressing Change Steps
Target Population
Background | Definitions
Initial Evaluation – N/A
Clinical Management | Troubleshooting
Laboratory Studies | Imaging
Therapeutics – N/A
Discharge
References
Clinical Improvement Team

TARGET POPULATION

Inclusion Criteria
- Patients with chronic, acute, traumatic, subacute, and dehisced wounds
- Patients with partial-thickness burns, ulcers, flaps, and grafts

Exclusion Criteria
- Patients with untreated osteomyelitis
- Patients with unexplored non-enteric fistulas
- Patients with cancer in wound

BACKGROUND | DEFINITIONS

Negative Pressure Wound Therapy (NPWT) is a provider prescribed wound therapy used for closure of large often deep wounds or for skin/muscle flaps and grafts. They are intended to create an environment that promotes wound healing by secondary or tertiary (delayed primary) intention by preparing the wound bed for closure, reducing edema, promoting granulation tissue formation and perfusion, and by removing exudate and infectious material. They are indicated for patients with chronic, acute, traumatic, subacute and dehisced wounds, partial-thickness burns, ulcers (such as diabetic, pressure or venous insufficiency), flaps and grafts. A Provider order is required to initiate the V.A.C.® wound therapy. The order should address frequency of dressing changes as well as suction pressure setting. The default setting is 125mmHg on a continuous suction, but settings can be individualized to the patient’s specific needs. Dressings should be changed every 72 hours, with frequency adjusted by the Provider as appropriate. Dressings can be changed by the Provider, CWOCN, or trained Provider designee.

- Negative Pressure Wound Therapy (NPWT)
  - Also called the Wound VAC. Wound V.A.C.® is a proprietary name for the KCI V.A.C.® Therapy System.
- The V.A.C.®, Therapy System
  - An Advanced Wound Therapy System consisting of four parts:
    - The V.A.C.® Therapy unit that delivers negative pressure
    - The sterile plastic tubing which connects the therapy unit to the dressing
CLINICAL PATHWAY

- A special foam dressings either V.A.C.® GranuFoam™ (Black foam) or the V.A.C.® WhiteFoam
- A clear drape with adhesive backing called V.A.C.® Drape that covers the foam dressing

- V.A.C. Black Granufoam Dressing
  - Polyurethane foam dressing with reticulated pores to help evenly distribute negative pressure across the wound bed, assisting in tissue granulation formation in wounds and aiding wound contraction. It is hydrophobic (moisture repelling), which enhances exudate removal.

- V.A.C. White Foam Dressing
  - Polyvinyl alcohol infused foam that is a dense, open pore foam with a higher tensile strength for use in tunnels and undermining. It is hydrophilic (moisture retaining) and is packaged pre-moistened with sterile water. Its characteristics help to reduce the likelihood of adherence to the wound base. This foam can be used over fresh split thickness skin grafts, to protect exposed bone, tendon, or muscle, for packing of tracks or tunnels, and in situations where hyper granulation responses are likely.

CLINICAL MANAGEMENT

Pressure Setting:
- The default setting is 125mmHg on a continuous suction, but settings can be individualized to the patient’s specific needs.
- Consider titrating the V.A.C. pressure setting up by 25mmHg increments for excessive drainage, large wound volume, or V.A.C. white foam dressing in the wound or in tunneled areas.
- Consider titrating the V.A.C. pressure setting down by 25mmHg increments for infants or young age, compromised nutrition, risk of excessive bleeding, circulatory compromise, hyper granulation, excessive pain or discomfort, or periwound or wound bed ecchymosis.

Dressing Change Frequency:
- Dressings should be changed every 72 hours, with frequency adjusted by the Provider as appropriate. The Provider, Provider designee, or CWOCN changes the NPWT dressing at the ordered frequency.
  - Once an order has been placed for Wound V.A.C. therapy, supplies should be ordered for wound V.A.C. dressing changes.
  - The NPWT machine (Wound V.A.C.®) is obtained from Sterile Processing.
  - The canister and the foam dressing kits are obtained from Central Supply. There are three sizes of foam dressing kits, small, medium and large. White foam is also available.
  - **NOTE:** If the system is malfunctioning for more than two hours, the RN or Provider should remove the current V.A.C.® dressing and apply moistened gauze to the wound bed and cover with a Mepilex dressing until a Provider or member of the Wound team can assess the wound and reapply the V.A.C.® system.

Dressing Change Steps: [See Algorithm]

TROUBLESHOOTING

Alarming “MALFUNCTION”:
- Confirm the unit is plugged into the wall and has power.
- Restart the unit to see if the problem is with the unit itself.
- If unit is plugged in and restarted and still alarming, think possible leak (see Leak trouble shooting).

Alarming “LEAK ALARM”:
- Check to make sure all connections are secure.
Press down on the sponge in all areas to identify leak.
Use Stethoscope or place your ear near the dressing to listen for leak. An air leak will make a whistling sound.
To secure a leak, apply additional draping/Cavilon No Sting Barrier Film to secure areas where leak is heard.
Use a barrier ring in troubling areas (i.e., between rectum and wound) to promote a better seal.

**Alarming “LOW PRESSURE ALERT”:**
- Ensure both clamps on the dressing and canister tubing are open.
- Ensure that tubing is not kinked or blocked in any way.
- If blockage is noted within tubing, change tubing or flush tubing with 10cc sterile saline to remove blockage.
- If the low pressure alert remains after completing steps above, lowering the therapy unit and tubing to be level with or below the wound site may resolve this alert.

**LABORATORY STUDIES | IMAGING**
- Consider weekly pre-albumin levels to evaluate for optimal nutrition for healing.

**DISCHARGE**
- If a patient is being discharged with NPWT, home wound vac supplies must be ordered prior to discharge. Provider or designee should work with the Case Manager to fill out appropriate paperwork and ensure dressing supplies are ordered through a home company. Home supplies and the home wound vac machine (KCI Activac) are delivered to the patient’s hospital room by the company.
- A plan for dressing changes after discharge should be arranged prior to discharge from the hospital. This can include a home nursing company or scheduled dressing changes in clinic.
- The ordering service is responsible for changing the hospital vac to the home vac prior to discharge and educating the family on troubleshooting the vac at home. This can also be done by the WOCN team upon request.
REFERENCES


CLINICAL IMPROVEMENT TEAM MEMBERS

Mark Erickson, MD, MMM | Orthopedics
Fred Deleyiannis, MD | Plastic Surgery
Kristen Devick, PA-C | Plastic Surgery
Esther Carpenter, BSN, CCRN | Cardiology
Michelle Usry, BSN, RN, CPN, CWOCN | Wound Team
David Partrick, MD | General Surgery
Pam Southwell, BSN, RN | Wound Team
Kerri Holman, BSN, RN, CWON | Wound Team
Angela Stowe, MS | Clinical Effectiveness
Sarah Nickels, PhD | Clinical Effectiveness

APPROVED BY
Clinical Care Guidelines & Measures Review Committee – September 27, 2016

<table>
<thead>
<tr>
<th>MANUAL/DEPARTMENT</th>
<th>Clinical Pathways/Quality</th>
</tr>
</thead>
<tbody>
<tr>
<td>ORIGINATION DATE</td>
<td>September 27, 2016</td>
</tr>
<tr>
<td>LAST DATE OF REVIEW OR REVISION</td>
<td>March 15, 2019 (Colorado Springs alignment)</td>
</tr>
</tbody>
</table>

COLORADO SPRINGS REVIEW BY

Michael DiStefano, MD
Chief Medical Officer, Colorado Springs

APPROVED BY

Lalit Bajaj, MD, MPH
Medical Director, Clinical Effectiveness

REVIEW | REVISION SCHEDULE
Scheduled for full review on September 27, 2020

Clinical pathways are intended for informational purposes only. They are current at the date of publication and are reviewed on a regular basis to align with the best available evidence. Some information and links may not be available to external viewers. External reviewers are encouraged to consult other available sources if needed to confirm and supplement the content presented in the clinical pathways. Clinical pathways are not intended to take the place of a physician’s or other health care provider’s advice, and is not intended to diagnose, treat, cure or prevent any disease or other medical condition. The information should not be used in place of a visit, call, consultation or advice of a physician or other health care provider. Furthermore, the information is provided for use solely at your own risk. CHCO accepts no liability for the content, or for the consequences of any actions taken on the basis of the information provided. The information provided to you and the actions taken thereof are provided on an “as is” basis without any warranty of any kind, express or implied, from CHCO. CHCO declares no affiliation, sponsorship, nor any partnerships with any listed organization, or its respective directors, officers, employees, agents, contractors, affiliates, and representatives.
Discrimination is Against the Law. Children's Hospital Colorado complies with applicable Federal civil rights laws and does not discriminate on the basis of race, color, national origin, age, disability, or sex. Children's Hospital Colorado does not exclude people or treat them differently because of race, color, national origin, age, disability, or sex.

Children's Hospital Colorado provides free aids and services to people with disabilities to communicate effectively with us, such as: Qualified sign language interpreters, written information in other formats (large print, audio, accessible electronic formats, other formats). Children's Hospital Colorado provides free language services to people whose primary language is not English, such as: Qualified interpreters, information written in other languages.

If you need these services, contact the Medical Interpreters Department at 720-777-9800.

If you believe that Children's Hospital Colorado has failed to provide these services or discriminated in another way on the basis of race, color, national origin, age, disability, or sex, you can file a grievance with: Corporate Compliance Officer, 13123 E. 10th Avenue, B450, Aurora, Colorado 80045; Phone: 720.777.1234; Fax: 720.777.7257; corporate.compliance@childrenscolorado.org. You can file a grievance in person or by mail, fax, or email. If you need help filling a grievance, the Corporate Compliance Officer is available to help you.


Children's Hospital Colorado complies with applicable Federal civil rights laws and does not discriminate on the basis of race, color, national origin, age, disability, or sex.

ATENCIÓN: si habla español, bene a su disposición servicios gratuitos de asistencia lingüística. Llame al 1-720-777-9800.


주의: 한국어를 사용하시는 경우, 언어 지원 서비스를 무료로 이용하실 수 있습니다. 1-720-777-9800으로 전화해 주십시오.

注意：如果您使用繁體中文，您可以免費獲得語言援助服務。請致電1-720-777-9800。

ВНИМАНИЕ: Если вы говорите на русском языке, то вам доступны бесплатные услуги перевода. Звоните 1-720-777-9800.

珀珀斯里gi: 你如果会说中文，您可以免费获得语言援助服务。请致电1-720-777-9800。


注意事项：如果您会说日语，请利用我们的语言支援服务。1-720-777-9800 直接您电话。